In water treatment processes and conditioning drinking water, PEs are widely used; however, their environmental impact is still doubtful, since residual concentrations increase organic matter content and represents a potential health hazard. This paper demonstrates a multiparametric study of two colloidal titration methods: spectrophotometric and zeta potential end point detection. The first one was optimized to guarantee the accuracy of cationic commercial PE quantification. It includes the indicator dose optimization using analytical criteria for competing equilibria, a calibration curve for two ranges of CPE concentration (1 -5 ppm and 5 -100 ppm) and the interference study of flocculant and Sn in the CPE quantification. The second method provides a physicochemical validation of the electric surface phenomena occurring during the colloidal titration and the end point detection. As an additional contribution the zeta potential titration was discussed and proposed as an alternative method for quantifying CPE when the sample is metal free.
Introduction
A polyelectrolyte, PE, is a polymer that dissociates in solution. Usually, PEs are identified as macroions, i.e. charged macromolecules or dissociable groups covalently linked to the polymeric structure and balanced by simple counterions. Natural and synthetic PEs are used in different industrial areas by their ability to modify the stability of dispersed solid particles in water. In the environmental area, for example, PEs are mainly employed in sludge conditioning, removal of heavy metals [1] , coagulants and flocculants in the wastewater treatment and drinking water conditioning. In those cases, PEs play the role of neutralizing agents that adsorb strongly into the solid particles, usually found in after-process raw water. When suspended or colloidal particles in waste water do not precipitate or they take long time to sediment two popular cationic polyelectrolytes are used: Polydadmac and EPI-DMA [1] . Frequently, the dose of PEs is exceeded looking for a faster sedimentation; however, this phenomenon depends on the particle size and particle density. For this reason PEs are recommended to promote solids separation by gravity [2] . Although cationic and anionic PEs are effective in the water treatment processes, in recent years they have claimed attention due to the environmental impact of residual concentration. Another environmental risk is that PEs may contain considerable amounts of toxic raw materials commonly used in their production chains. Moreover, there are reports [3] that show the adverse effect caused by PEs linked with toxic substances after a water treatment process. Consequently, operators of waste water treatment plants need to control the residual concentration of PEs, in the early stages of the treatment process, and improve the quality of treated water.
Therefore, sensitive and rapid analytical methods for measuring the concentration of PEs in different systems (biochemical, biomedical and environmental) are necessary, as well as in those cases where an overdose (processes out of control) or accidental spills occur. The desired limit of detection for polymers is 1 mg/L suggested by Michael Fielding AWWA [3] which is 10% of the maximum allowable dose (10 mg/L) for Polydadmac. This paper demonstrates how to optimize and guarantee the accuracy of cationic commercial PE quantification performing a multiparametric study of two colloidal titration methods: spectrophotometric and zeta potential end point detection. For the spectrophotometric end point detection the indicator dose optimization, two differente ranges of detection (1 -5 ppm) (5 -100 ppm), as well as the interference of flocculants and metals as Sn, were studied. Zeta potential end point detection was used to validate the spectrophotometric method, showing that the polydamac quantification could be done successfully for water samples without dissolved metals.
Analytical Methods for the Determination of PEs
Different analytical methods to quantify residual PEs in the effluent of treated water are reported (Figure 1) . For example, size exclusion chromatography (with ultraviolet detection or refractive index) [4] , kinetic methods [5] , fluorescent probes [6] , tannic acid method [7] , two-phase titration [8] , polarography [9] , voltammetry [10] , extraction-spectroscopy [11] , clay sedimentation rate [12] , systems of injection analysis flow [13, 14] and colloidal titration [15] .
To quantify and identify PEs with high charge density, in solution, Terayama [15] proposed the colloidal titration. This method is based on the stoichiometric reaction between colloidal particles, positively and negatively charged. The end point is frequently detected with colorimetric indicators by visual inspection or spectrophotometric measurements. Several authors have shown that colorimetric detectors are preferred to quantify cationic PEs. For anionic PEs only few indicators work efficiently; however, it is common to use the well known back-titration [16] .
The endpoint of cationic or anionic PE titration, without indicator, may be followed by measuring the zeta potential [2, 17] , conductimetry [18] , viscosimetry (minimum viscosity at the point of equivalence) [19] , turbidimetry (maximum turbidity at the point of equivalence) [20] , fluorimetry [2, 22] and potentiometry [16, 23] .
In this paper the colloidal titration, with spectrophotometry and zeta potential end point detection, was chosen to show that analytical criteria as equilibrium predominance in parallel reactions and interferences of another PE or metallic species could be considered to improve the quantification of CPE even if they seem to be well known methods.
Colloidal Titration Particularities
Cationic PEs are usually determined in water by colorimetric methods with OTB (blue/purple). The end point could be detected by visual inspection; however it depends on eye sensibility of each person, thus UV-Vis spectroscopy is a better technique. Kam and Gregory [24] and Zanuttini and Mocchiutti [9] suggested to relate the absorbance diminution at 628 nm as the titrant is added. They propose that the aqueous solution absorbance diminish first by a dilution effect but then the indicator starts to complex with PVSK, appearing a new absorbance point at 509.5 nm (hipsochromic displacement). As established for competing equilibriums the predominance of one reaction over the other one depends on the concentration of each reactive. For a colloidal titration three issues should also be considered, the formation of a solid phase that may interfere the UV-Vis detection, the pH and the ionic strenght. Zanuttini and Mocchiutti [9] , for example, avoid the solid phase formation using surfacetants. Kam and Gregory [24] presented studies of pH and ionic strength. However they do not present any informa- In this paper the optimization of OTB dose is one of the main objectives using the Abs at 509 nm vs µmoles OTB. For direct titration of anionic PEs, there are few suitable indicators that show a distinct color change end point; moreover another disadvantage is that the absorption spectrum of the indicator is pH dependent, needing a buffer solutions shortening the pH range for accurate titration. On the other hand, some studies reported indirect colloidal titration for anionic PEs [25] . This method consists of adding a known amount of cationic PE, and back-titrate the excess of cationic PE with the system PVSK/OTB. However, back-titration is tedious and time consuming. The direct titration method with the system PE(+)/PE(−) using the streaming current and streaming potential technique to monitor the progress of the titration continuously is one method currently used to determine anionic PEs [25] . In this paper we use the direct titration method with the system PE(+)/PE(−) without the use of indicators detecting the end point titration by measuring the zeta potential, and even if it requires the understanding of the physicochemical phenomena (Figure 2) , it results very simple to quantify the residual PEs in treated water.
Materials and Methods

Reagents
Poly(vinyl sulfate) potassium salt (PVSK), molar mass 170 KDa, obtained from Sigma-Aldrich. The negative charges are attributed to sulfate group in each monomer. Polydadmac (OPTIFLOC C-1008) and Flocculant (Trident 27506) that are commercial PEs intended to be quantified in an industrial waste water treatment process. The concentration of polymers, M (mol/L), was expressed on the basis of monomeric unit which indicates the moles of ionic group per liter of the polymer solution.
Toluidine Blue O (OTB) solution was used as an indicator and was obtained from Sigma-Aldrich. Tin solution standard for AAS, 1000 mg/L (FLUKA).
Apparatus
Absorbance of the sample solution was measured at 400 -800 nm with a spectrophotometer UV-Visible (Cary 100 Conc, Varian) using a 10 mm pathlength cell.
Turbidimetry. The optical density of aqueous polymer solutions was monitored at 500 nm by means of a Uvvisible spectrophotometer (Cary 100Conc, Varian) using a 10 mm pathlength cell.
For zeta potential measurements during titration of cationic PEs the Zetasizer ZS (Malvern) instrument was employed [26] .
Quantification of Cationic PEs by UV-Visible
Synthetic PVSK-OTB solutions were prepared mixing 1.0 mL of a 1.24 mM PVSK and different additions of a 0.27 mM OTB into a 10 mL final volume. First the optimal OTB/PVSK was studied to detect the equivalence point of the titration according to the following procedure: 1 mL of solution added PVSK 1.24 mM and dilute to 10 mL with deionized water in a volumetric flask 10 mL giving a final concentration of 0.124 mM, this was taken as blank. Other solutions were prepared containing 1 mL of 1.24 mM PVSK and additions from 0.1 to 1 mL of 0.27 mM OTB and diluted to 10 mL with deionized water. A solution was prepared with 1 mL of 0.27 mM OTB and diluted to 10 mL with deionized water. UV-Vis absorbance of each prepared solutions were done and a graph of absorbance at 509 nm vs µmoles OTB, was constructed. The determination of cationic PE was made by the colloidal titration method with spectrophotometric detection of the equivalence point using the color change of the OTB (blue to pink) via the PE system/indicator. Indicator solution was prepared by 0.27 mM OTB, a solution of 1.24 mM PVSK which was used as titrant.
A synthetic Polydadmac (10 mg/L) + OTB (13.5 µM) solution was prepared in a volumetric flask of 10 mL. After the UV-Vis absorbance was read, the solution of the cell was returned to a 20 mL vial and added a known amount of titrant PVSK, stirred for 30 s, and returned to the UV-Vis cell for its absorbance measurement again. In the same way, titrant additions continued until the end of titration (the color changed from blue to pink) of the positive PE solution.
According to the colloidal titration method described above, the titration of synthetic Polydadmac solutions in the concentration range of 1 to 100 mg/L using the system PVSK/OTB were carried out until the end point detection.
Quantification of Cationic PEs by pZ
Polydadmac synthetic solutions were prepared in the concentration range of 1 to 100 ppm, taking a certain amount of a solution 1.28 mM PVSK and diluting to 10 mL with distilled water in a volumetric flask. The prepared solution was poured into a 20 mL vial and the zeta potential was measured initial solution to be titrated. Next was added a certain amount of titrant 1.28 Mm PVSK solution, was stirred for 30 s and measured the pZ of the solution. There have been various additions of titrant until it reached the isoelectric point and the solution turned turbid.
Flocculant and Metal Interference in the Quantification of Polydadmac
Solutions of 5 ppm Polydadmac in the presence of varying amounts of Sn (1, 2.5, 5 and 10 ppm Sn), then titrated with PVSK detecting the equivalence point by the spectrophotometric method. Solutions of 5 ppm Polydadmac in the presence of varying amounts of flocculant (1, 2.5 and 5 ppm Flocculant Trident 27506), then titrated with PVSK detecting the equivalence point by the spectrophotometric method.
Zeta Potential Measurements
With a syringe, 1 mL of sample was placed into a port of the zeta potential cell, the sample was injected slowly checking that all air bubbles were removed. Once the sample begins to come out the other port of the cell, the respective plugs were placed. Capillary cell was inserted in the Zetasizer ZS equipment and read the zeta potential value.
Results and Discussions
The experimental strategy was based on a multiparametric study of two colloidal titration methods: spectrophotometric and zeta potential end point detection. The first one was optimized to guarantee the accuracy of cationic commercial PE quantification. It includes the indicator dose optimization using analytical criteria for competing equilibrium, two linear regressions of CPE concentration vs. titrant added volume for different concentration ranges and the interference study of flocculant and Sn in the CPE quantification. The second method provides a physicochemical validation of the electric surface phenomena occurring during the colloidal titration and the end point detection. As a additional contribution the zeta potential titration (Figure 3) will be discussed and proposed as an alternative method for quantifying CPE when the sample is metal free.
Quantification of Cationic PEs by UV-Visible
Usually the indicator concentration is at least 10 -3 times less concentrated than the titrant but there is no a strict rule to decide it. In this paper we propose a previous optimization of these parameters based on the used method for metal titrations with spectrophotometric detection [27] .
As far as me understand there are no published data about the optimum wavelength and PVSK-OTB ratio, previous to perform the titration of cationic PE, the absorbance spectra of a PVSK and PVSK-OTB solutions were obtained. In Figure 4 free OTB has a maximum absorbance at 628 nm and the intensity decreases when OTB interacts with PVSK. The complex formed by the association of these two species presents an absorbance band at 509 nm. In the first solution (0.1 mL OTB solution + 1.0 mL 1.24 mM KPVS solution) the spectrum shows almost exclusively the absorption band corresponding to the OTB-PVSK complex (509 nm). For the rest of solutions the absorption band corresponding to the formed complex increases, but also the absorption band of free OTB in solution indicating that at higher concentration of OTB, PVSK has been saturated. to the equivalence point titration of PVSK with OTB and indicates the optimal dose of indicator that must be used to detect the equivalence point in the CPEs titrations. The titration of a Polydadmac (10 mg/L), using OTB (13.5 µM) solution as indicator, was performed with a 1.24 mM PVSK solution. Figure 5(a) shows a serie of UV-Vis spectra nitide and well defined with an initial maximum absorbance at 628 nm corresponding to free OTB. As the titration progress, a hypsochromic shift of the band occurs from 628 nm to 509 nm due to the adsorption of the OTB on PVSK, as reported by Kam and Gregory [24] . The decrease in absorbance value at 628 nm during the titration is more prominent and sensitive than the increase in of absorbance at 509 nm. For this reason, the wavelength at 628 nm is preferred to monitor progress of the titration [28] .
One way too compare the equilibrium reactions (Equations (1) and (2) that occur during the titration of PEs (Figure 6 ), is to construct the plot K 1 /K 2 vs added volume of PVSK (Figure 7) even if the real values of K 1 and K 2 are unknow as presented by Kam and Gregory [24] .
If K 1 is hundred times larger or more than K 2 , the reaction between the anionic PE and OTB does not occurs until the reaction between the anionic and cationic PEs (K 1 ) is completed. Comparison of the molar percentage (M %) of OTB complexed with PVSK (based on the decrease in absorbance value at 628 nm) with respect to the amount of PVSK added is shown in Figure 7 for different K 1 /K 2 ratios. The best fit of the experimental data corresponds to K 1 /K 2 = 100 ensuring that the colloidal titration with the end point detection by spectrometry at the OTB dose, previously established, can be considered 
PVSK (-) excess + OTB (+)
K 2
Complex [OTB (+)/PVSK (-)] (2)
Where K 1 >>>>K 2 K 1 and K 2 are the equilibrium constants as an accurate method. Experimental data Figure 7 demonstrates that the equivalent point of titration for Polydadmac with OTB-PVSK is exactly where the value of absorbance at 628 nm clearly decreases. Since, the titrant have totally reacted with Polydadmac and then continue with OTB. Figure 5 shows the titration curve of a 10 mg/L of Polydadmac solution with PVSK as titrant. At the beginning (to the third addition) of the titration the absorbance decreased only by diluting the solution with the addition of titrant. Then the PVSK forms a complex with the Polydadmac in the solution without reacting with OTB. Once all the Polydadmac has reacted, PVSK in excess, forms a complex with the OTB, and the absorbance value at 628 nm decreases, while at 509 nm absorbance value increases [28] .
According to Rice and Roeraade [29] , it is difficult to identify the exact equivalence point titration because certain amount of indicator is adsorbed on the PVSK before changing color. Furthermore, it is not possible to accurately observe the turning point in the titration curve. The natural alternative should be to prepare a more concentrated solution of titrant, but this action might implied to repeat the optimization of the indication dose, as described above. Another way to determine the endpoint of the titration curve, with the same titrant solution is using the Equation (1); This relationship is a correction to quantify the effect of dilution caused by the addition of PVSK (Figure 8) .
In order to compare the behavior following the titration curves through two forms of graphical representation and determine which is more reliable to determine the equivalence point, two different plots were constructed: Abs at 628 nm vs mL PVSK and OTBlibre/OTBinical vs mL PVSK. In Figure 9 , both graphical representations are shown, in Figure 9(a) , it is observed that a higher concentration of Polydadmac solutions the equivalence point is shifted to larger volumes of PVSK. However, this form of representation cannot adequately determine the equivalence points in the titration curves for lower concentrations of 5 ppm Polydadmac. Figure 9 (b) shows that by this form of representation can be seen in the titration curves of higher concentrations of 5 ppm of polydadmac, that the ratio of OTBFree/ OTBInitial throughout the progress of the titration takes values greater than unity and shows a maximum near the equivalence point. This behavior is attributed to the increase of turbidity as the amount of complex PVSK/ Polydadmac appear and deposition of material on the quartz cell. Therefore, the equivalence point determined more accurately by representing the titration curves in the form of the relationship OTB Free /OTB Initial based on mL PVSK added only for solutions of concentration below 5 ppm. Figure 10 shows the calibration curve obtained for the concentration range of 1 -5 ppm Polydadmac for determining the equivalence point by way OTB Free /OTB Initial vs mL PVSK, and the calibration curve obtained for the concentration range of 5 -100 ppm Polydadmac for determining the equivalence point by way Abs 628 nm vs mL PVSK. Standard curves of both forms of determining the equivalence point coincide, giving a tool for any WWTPs operators to quantifying Polydadmac in two concentration ranges. Therefore, it is very reliable to use this curve to estimate Polydadmac concentration in samples of treated wastewater.
In order to validate the direct colloidal titration method with spectrophotometric detection of the equivalence point by interacting PVSK/OTB, we performed direct titration Polydadmac synthetic solutions with detection of the equivalence point by zeta potential measurements. It is important to mention that this method is also an alternative to the spectrophotometric if a zeta potential equipment is available. Titration was performed from a solution of 5 ppm Polydadmac + 13.5 µM OTB with a solution of 1.24 mM PVSK measuring pZ. Figure 11(a) shows that the equivalence point is about 0.82 mL of PVSK, which coincides with the amount of titrant required to reach the equivalence point for the spectrophotometric method.
Furthermore, the titration was performed in a solution containing 5 ppm of Polydadmac (without OTB) with a solution of 1.24 mM PVSK. According to the titration curve obtained (Figure 11(b) ), the isoelectric point of the solution was reached with the addition of 0.77 ± 0.01 mL of KPVS, corresponding to the equivalence point titration. This value is smaller than (0.05 ± 0.01 mL) the estimated by spectrophotometric method and (0.01 ± 0.01 mL) pZ in the presence of toluidine. Therefore, it was decided to perform a titration series of Polydadmac synthetic samples to compare the equivalence points estimated by the spectrophotometric method and zeta potential. Figure 12 shows the titration curves of Polydadmac synthetic solutions with PVSK in the concentration range of 1 to 100 ppm. Figure 13 shows the calibration curve obtained.
Under the same conditions for preparing synthetic solutions Polydadmac and volume measurements, the two methods show a good correlation. However, analyzing the principle of measuring the spectrophotometric method is strongly influenced by the generation of turbidity in the medium or the formation of colloidal particles in the colloidal titration. In contrast, the method of pZ is a direct measure because it is based on measuring the sur- face charge of the colloidal particles formed during the progress of colloidal titration. Therefore, the calibration curve obtained by the method of pZ is more accurate in comparison with the spectrophotometric method.
As can be seen, both curves show a good linear fit between the concentration of CPE and mL of titrant, however, it is important to note that the slope of the calibration curve obtained by zeta potential is greater in comparison with the spectrophotometric method, which indicates that the zeta potential method is more sensitive than the spectrophotometric method.
Effect of the Presence of Flocculant in the Quantification of Polydadmac
In the process of coagulation-flocculation of this study using two types of polyelectrolytes (cationic and anionic), poor dosing of these polyelectrolytes as a result of the interaction that occur in the presence of metal ions may give rise primarily to three situations: 1) to an excess of coagulant in the treated water, 2) an excess of flocculant in the effluent and 3) an excess of both in the treated water. Therefore, it was proposed to study the effect of the presence of a flocculant in the determination of residual polydadmac. Synthetic solutions of Polydadmac 5 ppm in the presence of 1, 2.5 and 5 ppm of flocculant was titrated using 13.5 µM OTB as an indicator and PVSK as titrant. In Figure 14(a) shows the absorbance spectra and the titration curve in Figure 14(b) of a solution of 5 ppm flocculant polydadmac + 1 ppm and by the spectrophotometric method described above. Compared to the equivalence point of a solution of 5 ppm Polydadmac in the absence of flocculant shifted to about 0.45 ml of PVSK. Using previously obtained calibration curve for quantification of Polydadmac, it was determined that the cationic polyelectrolyte concentration was 3 ppm. Figure 15 shows as the equivalence point decreases as the flocculant concentration increases. For solutions containing 5 ppm of polydadmac 2.5 and 5 ppm of flocculant, we observed the formation of a precipitate. Therefore, the supernatant was titrated for each solution. As shown in the titration curve of the solution prepared with 2.5 ppm of flocculant, the amount of Polydadmac remaining in the supernatant was 1.4 ppm Polydadmac.
The titration curve of the supernatant of the prepared solution with 5 ppm and 5 ppm flocculant polydadmac polydadmac shows that all the precipitates, and there is nothing remainingin solution.
Effect of the Presence of Metal Ions in Quantifying Polydadmac
On the other hand, the analytical interference studied of 
Conclusions
metal ions present in the waste water treated in the cationic polyelectrolyte quantification by titration of 5 ppm Polydadmac synthetic solutions containing different amounts of Sn by the spectrophotometric method. It is important to mention that this case is common in waste water treatment of metal-mechanic industries. Figure  16(a) shows the absorbance spectra and Figure 16 (b) the titration curve of a solution containing 5 ppm Poly-dadmac + 10 ppm Sn.
An accurate method to quantify cationic PEs using UV-Visible spectrophotometric method and OTB as an indicator was developed using physicochemical and analytical criteria. First of all the formation of the complex PVSK/OTB (maximum absorbance at 509 nm) is the critical point to decide the correct dose of OTB since the excess of OTB may form a solid aggregate in early stages of the titration. This determination was done using OTB as titrant for 0.124 mM of PVSK. If the titrant concentration changes, the OTB dose may also change and it could be adjusted using the criteria of the breaking point in a plot of Absorbance of the soluble complex (509 nm) vs. moles of OTB added, since this point indicates the change of soluble PVSK/OTB to a solid aggregate. For the studied case in this paper, the optimal OTB concentration was 13.5 µM. This allows the method to be used in the quantification of the coagulant commonly used in
The equivalence point was reached with the addition of 1.35 ml of PVSK, which is greater than the volume of titrant required for the titration of a solution of 5 ppm of Polydadmac without Sn (0.8 mL PVSK). In general, Figure 17 shows that as the concentration of Sn increases the equivalence point is shifted to larger amounts of titrant. The same sample was titrated following the zeta potential of the titrated solution, however the end point detection was unclear suggesting that kinetic effects interfere during the zeta potential measurement. waste water treatment plants. The developed method allows the quantification of Polydadmac in a concentration range of 1 to 100 ppm. The graphical representation of the relationship OTB Free /OTB Initial respect to volume PVSK is inadequate to determine the equivalence point only in solutions of concentration greater than 5 ppm Polydadmac. However, the determination of the equivalence point in the titration of solutions of concentration greater than 5 ppm Polydadmac is more reliable through the plot of Absorbance at 628 nm vs PVSK volume. The zeta potential method provides a sensitive way to detect changes in the charge density of PE. The detection of the equivalence point from measurements of zeta potential (pZ) turns out to be a suitable method to validate and also determine the coagulant remaining amount in treated water without metals.
Colloidal titration of the cationic polyelectrolyte by zeta potential measurements allows observing how the positive surface charge of the polyelectrolyte decreases as the concentration of titrant (anionic PE) increases as a result of adsorption of the anionic polyelectrolyte. Once it reaches the isoelectric point of the solution, the adsorption of an excess amount of anionic PE in the cationic PE causes a reversal in positive surface charge and re-stabilization of the complex PE(+)/PE(−).
The zeta potential value measured during the titration, which is closer to the isoelectric point (considering the turbid of the solution in analysis) to detect the equivalence points for synthetic solutions of Polydadmac enables the possibility to apply the method to evaluate the physicochemical performance of commercial PEs in the WWTPs.
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